
 

 

 

 

University of Nevada, Reno 

 

 

Advancing Gait Identification and Analysis with a Soft, Compact 3D Force Sensing 

Insole System 

A thesis submitted in partial fulfillment of the 

requirements for the degree of Master of Science in 

Biomedical Engineering 

by 

Jared A. Vlach 

 

Dr. Yantao Shen/Thesis Advisor 

 

May, 2024 

 

 

 

 

 



 

 

 

 

 

 

Copyright by Jared A. Vlach 2024 

All Rights Reserved 

 

  



 

 

 

 

 

 

 

 

THE GRADUATE SCHOOL 

 

We recommend that the thesis prepared under our supervision by 

JARED VLACH 

 

entitled 

Advancing Gait Identification and Analysis with a Soft, Compact 3D Force Sensing 

Insole System 

 

be accepted in partial fulfillment of the requirements for the degree of 

 

MASTER OF SCIENCE  

 

Yantao Shen, Ph.D. 

Advisor 

Jeongwon Park, Ph.D. 

Co-advisor 

 

Sergiu Dascalu, Ph.D 

Graduate School Representative 

 

Markus Kemmelmeier, Ph.D. 

Dean, Graduate School 

 

May, 2024 

 

 

May 20th, 2024 



i 

 

 

 

Abstract 

 The field of smart insoles has seen tremendous improvement throughout the last 

25 years, driven primarily by the miniaturization of technology and introduction of novel 

sensing methods. These innovations have broadened the scope of applications in areas 

such as general health monitoring, disease identification, and sports analysis. However, 

despite these strides, many research-driven insole advancements still suffer from 

limitations, including rigidity, bulkiness, high costs, discomfort, and a focus on 

measurements predominantly in the normal direction. 

This research targets to address these shortcomings by developing a small, soft, 

flexible, cost-effective, resilient, and ergonomically designed insole system. Moreover, 

the goal is to optimize sensing locations to enable three-dimensional measurement 

capabilities, encompassing both normal and shear stress. 

Three distinct iterations of insole designs were tested during this study, each 

targeting improvements across the aforementioned parameters. The initial design 

underwent experimental validation, achieving an average accuracy of 89.51% with a 

maximum normalized error metric of 16.41%. Subsequent iterations focused on 

enhancing durability and practical usability. The second design exhibited promising 

results, demonstrating an average accuracy of 92.79% with a maximum normalized error 

metric of 12.22%. Notably, it showcased expected performance across various gait 

patterns, capturing data from three different force directions at each analysis 

point. The third design, while still undergoing refinement, displayed considerable 

improvements, boasting an average accuracy of 94.35% with a maximum normalized 
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error metric of 7.79%. Ongoing research is addressing early limiting factors encountered 

during practical testing, with the aim of further enhancing performance and robustness.

 Overall, these designs promote the development of compact, comfortable insole 

systems featuring optimized sensing capabilities for comprehensive force detection in 

three dimensions. Moreover, the cost-effectiveness of these designs underscores their 

accessibility and potential for widespread adoption. Future investigations will focus on 

leveraging smaller sensors for refined sensing locations and enhancing adhesive 

properties to bolster the durability of miniaturized sensors.  
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Body of Manuscript 

Chapter 1: Introduction 

Insole research currently focuses on applications of gait analysis, incorporating 

variable sensing mechanisms and capabilities. Gait analysis typically involves research 

into sensing technologies such as piezoresistive or capacitive measurements, correlating 

data to force inputs. Research also includes applications toward areas such as disease 

identification, general health monitoring, and demographic differentiation. However, 

research focuses typically include several limiting factors, including size, cost, and 

directional sensing capabilities, often relying solely on normal force detection. In light of 

this, improvements can be made to research efforts of insole systems. 

This research on this paper advances gait analysis and identification with the 

application of 3-dimensional self-decoupled piezoresistive force sensor systems to 

measure normal and shear force simultaneously. The subsequent sections will include a 

literature review investigating the field of gait analysis conducted with insole 

technologies (Chapter 2), a description of the methodologies such as the materials used 

and the sensing principles present in the experimental setup (Chapter 3), the results 

collected from the experimental and practical testing of each iterative insole system 

(Chapter 4), a discussion of the results and the conclusions that can be drawn from the 

trends presented (Chapter 5), and elaboration of future work to be done with this 

technology to further test and validate the findings exemplified in this paper (Back 

Matter). 



2 

 

 

 

Chapter 2: Literature Review 

Research toward insole technologies and gait analysis has increased in prevalence 

dramatically over the last several decades, spanning many different applications and 

analysis methods [1]. Initially, the field of insole research focused on parasitic energy 

harvesting during walking as a means to reduce environmental impacts of energy 

consumption [2]. However, the focus of this field of research eventually moved away 

from energy harvesting and more toward gait analysis.  

Research of gait analysis by measurement of insole systems has evolved rapidly 

with the introduction of micro electromechanical systems, incorporating sensing 

technologies miniaturized for less invasive sensing capabilities. Researchers began 

incorporating multiple technologies in tandem such as resistive force sensors and 

gyroscopes to measure force, angular measurements, and acceleration data to correlate to 

gait analysis [3,4]. However, researchers have explored many different analysis methods. 

Some researchers utilized Piezoelectric Force Sensors (PFS), which rely on electrical 

properties in piezoelectric materials that react to mechanical signal inputs [5, 6, 7], 

demonstrated in Figure 1. 

  
Fig. 1: One example of a piezoelectric force sensor, measuring 36 unique 

locations [6]. 
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Other research groups have focused on Force Sensing Resistor (FSR) based 

system, incorporating resistance change measurements due to force inputs [8, 9]. Less 

common methods of force measurement methods found in insole systems include Optical 

Pressure Sensors (OPS) relying on increased reflective unique light magnitudes for force 

application [10], Polymer Optical Fibers (POF) which rely on variable power attenuation 

and are relatively new in this field of research [11], or even temperature sensors 

measuring thermal readings [12]. However, pressure and force sensors remain the 

predominant analysis method in the field of insole research advancement. In any sense, 

the force application would alter the sensing mechanisms, allowing for detection of force 

based on this change, only in the normal direction or force applied toward the ground 

initially . 

Often, research incorporates larger and more rigid designs, sometimes built into 

shoes themselves to incorporate more sensing capabilities. Research groups often 

organize their design into layers with seemingly less of a focus into comfortability, 

incorporating the system into a shoe permanently, shown in Figure 2 [13]. Other research 

groups go beyond this limitation and implement these systems below shoes, accounting 

for the entire body weight of an individual and therefore the entire force they exhibit on 

the system [14]. Researchers have even considered gait identification with worn sensors 

away from the feet, utilizing sensors implemented in clothing more similar to pants rather 

than shoes or insoles [15]. 
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Fig. 2: An integrated shoe system consisting of three rigid layers and one 

elastomer layer. The right visual indicates typical trends in force magnitude analysis, 

where peaks indicate steps [13]. 

Regardless of sensing mechanism, there are generally similar trends for data 

outputs from insole systems. Research in this field presents data indicating predominant 

shear force measurements found in the sole of the foot rather than the heel [14, 16-18]. 

Additionally, data collection typically correlates with a large array of sensing 

locations [6, 13, 19-21]. However, these arrangements of sensing arrays are largely found 

to be unoptimized, analyzing locations in the foot that are not required to analyze the 

users overall gait pattern. Ohnishi et. al propose the idea that rather than using large 

sensing array to detect the entire area of the foot when walking, gait can be analyzed with 

two or three optimally placed sensing locations [22]. They indicate that most array 

locations were not critical in gait analysis, nor do they provide valuable data for gait 

detection. Despite using an array of 36 sensing locations for their design, they theorize 

the best two or three sensing locations are located in the locations demonstrated in Figure 

3.  
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Fig. 3: These are the most optimal sensing locations for gait analysis proposed by 

Ohnishi et. al [22] 

In light of this, research efforts could be made to improve sensing locations found 

in the insole systems during use. Sazanov et. al implement only three sensing locations, 

one in the heel and two in the sole, capable of differentiating between sitting, standing, 

and walking motions while wearing the insole [23]. Roden et. al incorporate four sensing 

locations, two force sensors located in the sole and two located in the heel, while also 

incorporating a gyroscope with the advent of improving physical therapy efforts as well 

as enhancing sports analysis [24]. Jo et. al utilize three RFID sensing locations positioned 

optimally to create an insole system that does not necessitate a power source [25]. This 

optimization would also be implemented in the research found in this thesis as well. 

Concurrently, alternative measurement methods for gait detection were explored. 

Cameras were introduced into similar research fields and applications, namely motion 

capture and video augmentation in a three-dimensional space. Subsequently, cameras 

were introduced into gait analysis with the implementation of marker-based gait analysis 

and detection. Marker based detection became increasingly popular in the mid-2000s, 

incorporating visual analysis of markers located on segments of the legs, providing the 
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advent of analyzing individual walking phase patterns [26]. Marker-based gait analysis 

relies on marker detection from video data collected by cameras and cross correlation to 

create relative trajectories for each marker as well as relationships between markers, 

enabling pattern analysis in both 2-dimensional and 3-dimensional spaces [27]. Marker-

based gait analysis also encourages the reconstruction of datasets in order to incorporate 

pattern recognition capabilities with the use of innovations such as convolutional neural 

networks [27, 28]. Alternatively, markerless gait detection was introduced, allowing for 

keypoint detection such as hips and knees without the addition of markers to the subject 

[29]. In some cases, cameras would not appear from an external perspective to monitor 

markers placed on a user, but instead would be attached to the user to analyze infrared 

markers from the perspective of the user themselves as seen in Figure 4 [30]. 

 
Fig. 4: One such example of marker-based gait detection, incorporating a camera attached 

to the user [30]. 

High-accuracy camera implementations often results in increased costs for 

research purposes and questionability when applying to the end-user. For the purpose of 
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this research, the focus of design was an insole system. However, for gait phase 

identification and force input analysis, visual analysis was incorporated in order to 

improve the viability of the data collected from the testing of the insole system as well as 

identifying different phases of the gait during testing. 

Although normal force was the primary focus in this field of research since its 

inception, research efforts explored the creation of insole systems that could measure 

both normal and shear forces, or forces parallel and perpendicular relative to the direction 

of movement and in the same plane as the insole system itself. Rajala et. al provides an 

in-depth analysis of the development of shear measurement capabilities found in different 

insole research focuses throughout the years, including analyses using sensing methods 

discussed before such as piezoelectric films, force sensing resistors, or optical fiber 

sensing systems [31]. Tavares et. al introduced an optical fiber sensing system that was 

capable of sensing both normal force during use as well as a distinct measurement for 

shear force in two directions by diversifying the fibers into two channels, one for normal 

force and one for shear force [32]. Mertodikromo et. al and Mohammad et. al focus solely 

on shear force analysis, disregarding normal force entirely to ideally improvement 

measurement capabilities in the desired direction [33-34]. However, research would 

ultimately incorporate a focus into three directions of force analysis, including both 

normal force and shear force [6, 13, 35-37].  

The 3-dimensional self-decoupling method utilized in this research was originally 

proposed by Luo et. al at the University of Nevada, Reno [38]. Luo et. al designed a 

microforce sensor that incorporates four Flexpoint bilateral bend sensors in a 3-

dimensionally symmetrical configuration placed in an air medium, shown in Figure 5. 



8 

 

 

 

 
Fig. 5: The original design orientation of the four flex sensors, enabling 

decoupling in three directions of force due to oppositional but symmetrical resistor pairs 

[38]. 

In doing so, oppositional resistors across the central point from one another can 

act as reference points, where force in a given direction will cause these pairs of resistors 

to act inversely from one another. Moreover, where one resistor would be increasing in 

resistance due to the force application stretching the resistor, the opposite relational 

resistor would be compressing and therefore reducing in resistance. The relationship 

between force input direction and resultant resistance change in each resistor can further 

be demonstrated in Figure 6. 

 
Fig. 6: The resistance relationships found at each resistor in the configuration, 

indicating an increase in resistance (+), decrease in resistance (-), or no change (0). RT1 

would refer to the resistance of the top resistor in the first position, which would be 

symmetrical to the resistor found in the third position [38]. 
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With this relationship, a voltage passing through these pairs of resistors can also 

be decoupled utilizing half-Wheatstone bridges, incorporating each of these paired 

voltages as the two analytes of this circuit [39]. When force is applied in a given 

direction, the output voltages of these analytes will respond according to the relationships 

in the Figure above, providing consistent and analyzable decoupled voltage outputs 

between each half-Wheatstone bridge circuit, indicated in Figure 7. 

 
Fig. 7: Two examples of voltage outputs during force input to the system. The top 

visual indicates a force in the X direction, where there is little response in the Y direction. 

The bottom indicates a force in the Z direction with little response in the X or Y direction 

[38]. 

Within this research, Luo et. al investigate the robustness, thermal drift, 

hysteresis, and sensitivity of these sensors, ensuring the decoupling method will function 

properly under varied conditions and is reliable in most cases as well [38]. However, the 

Flexpoint bend sensors in this research have also been experimented with and analyzed 

outside of the research conducted by Luo et. al. Researchers such as Saggio et. al have 

analyzed bending capabilities in variably sized bend sensors as well as the resistance 

response due to deflection angle, analyzing the sensitivity of the sensors for force 

detection [40]. Additionally, this research group also investigated sensor modifications of 
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cutting the sensors slightly to control output resistance responses after cutting [40]. 

Gerboni et. al implemented the system into a soft robotic system, analyzing the 

sensitivity of the sensing mechanism as well as the low hysteresis between force 

application and subsequent release of force [41]. Zheng et. al indicate their preference for 

these sensors due to low drift and high sensing capability [42].  

Within the field of insole research, there have also been many different 

applications. Most predominantly, this field of research incorporates analysis into disease 

identification, most notably diabetes and Parkinsonôs. Diabetic foot ulcers pose a large 

risk in the diabetic community, often leading to uneven distribution of weight, instability, 

and increased joint deterioration commonly caused by related limps [43]. To counteract 

this, many research groups test diabetic populations prone to developing diabetic foot 

ulcers with the focus of early detection in order to lead to early treatment [44-48]. This 

can lead to developments into treatment in tandem with gait analysis, such as the 

implementation of heel wedges, orthotic inserts placed into shoes to deter instability and 

uneven weight distribution [49]. Parkinsonôs is often detectable or monitorable with 

incorporation of an inertial momentum unit (IMU), enabling detection of certain gait 

trends and characteristics including weight distribution and balance, largely benefitting 

the improvements to constant monitoring capability due to a non-invasive insole system 

characterizing their movements [50-53]. Common testing methods are comparisons are 

visualized in Figure 8, including analysis of user capability during different walking 

methods, such as walking straight or turning at variable speeds. 
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Fig. 8: Comparisons between varied gait motions, analyzing users for their step lengths at 

varied speeds [51]. 

 

Similar to disease detection is demographic identification by varied gait disorders 

present in certain populations, including walking disorder such as knee buckling, cerebral 

palsy, or simply gait identification correlated with age [54]. Increased age often correlates 

with uneven gait distribution during walking, exemplified by research identifying older 

age as well as implementing fall detection or prevention in these older populations [55, 

56]. 

There are also several commercially available products, providing valuable 

insight into the products available to end-users as well as the limitations these products 

may have. One such example is Kitronyx, a pressure sensing system with a more 

prominent focus for user comfort, incorporating technologies sewn into an insole system 

[57]. However, Kitronyx measures only normal force and has a large purchasing price of 

$1400. Another example of a commercially available product is ARION, an insole 

product focused on speed analysis as well as slope identification and costs approximately 
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$270-$325, but lacks most other gait analysis features as it is centrally focused on 

running analysis [58]. The ARION insole system is display in Figure 9. 

 
Fig. 9: An insole system offered by ARION. The insole system is pictured on the left, 

whereas the right visual demonstrates the inertial momentum unit that hangs outside the 

shoe when worn [58]. 

  The last example is Stridalyzer, a smart insole gait analysis product offered by the 

company Retisense [59]. The system relies on pressure map distributions provided by 

normal force application of the user. The product also offers a mobile application that 

allows user to view their pressure readings. Readings incorporate inertial momentum unit 

data to also measure stride length, weight load, weight distribution, and imbalances. 

However, this system does not incorporate shear force measurements and is also offered 

at the minimum price of $349, but can increase to $1,999 if considering the development 

kit that the company offers. 

Although there are some commercially available products in the field of smart 

insoles, they often lack numerous sensing capability, most often 3-dimensional sensing 

capability, and correlate to a price that is not indicative of a realistically affordable 

product for the end-user.  
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Chapter 3: Description of Methodology 

 For this research, methodology was broken up into the following sections: design 

of components and materials used for components, simulation, theoretical testing, and 

practical testing. Each section discusses the three designs investigated with this research. 

3.1  Design and Materials 

During this research, three iterations of insole systems were created. Each insole 

was constructed using Smooth-On Dragon Skin 10 Polydimethylsiloxane (PDMS). All 

central connection pieces were designed in SolidWorks using 3D Resin Printing with the 

material Tough 1500. Central connection pieces were printed with resign due to the 

increased resolution for printing of small pieces and Tough 1500 material was used 

primarily due to the rigidity of the material and the resistance to breaking under force. All 

mold designs were designed in SolidWorks and were printed with standard 3D Printing 

using Polylactic Acid (PLA) filament. Insole mold designs did not require the heightened 

resolution and were much larger than the capabilities of the resin printer. 

3.1.1  Insole Design 

Two insole mold designs were created and utilized for this thesis. The original 

design used for the first and second iteration can be seen in Figure 10 and the altered 

design used for the third iteration can be seen in Figure 11. 
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Fig. 10: The original mold design used for the research. The sensing group near the toe of 

the mold was turned 45Ј due to space limitations with relation to middle sensing group. 

 

 
Fig. 11: The altered insole mold design for the third iteration of this research, intended to 

incorporate a more optimized design due to experimentation with smaller sensors. 

 Different amounts of PDMS were poured into each design, which created a base 

left insole mold once removed from the mold after approximately 5 hours. The 

symmetrical formation of sensors was glued directly to the gel in the three analysis 

locations found on the heel of the insole and referred to as the bottom group of sensors, 

the arch of the insole and referred to as the middle group of sensors, and the sole of the 

insole and referred to as the top group of sensors. After gluing, the insole system was 

moved to an empty mold, allowing the application of a thin layer of gel to secure the 

sensors in place. The approximate amounts PDMS added to each insole layer of each 
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design as well as the resulting hardness of each insole design, tested with a UHarbour 

Shore Type Hardness Tester, are summarized in Table 1. 

Table 1: The resulting gel hardness measurements of each insole design tested throughout 

this research. Despite using the same material for each design, the hardness was slightly 

variable between iterations. 

Design 

Iteration 

Amount of PDMS used 

for base insole layer 

(grams) 

Amount of PDMS used 

for top insole layer 

(grams) 

Resultant 

Hardness of Insole 

(Shore) 

Design One 250 100 13 

Design Two 100 100 10 

Design Three 250 100 15 

 With this gel molded, one example of the resulting insole design is shown in 

Figure 12, indicating the design one demolded insole system. 

 
Fig. 12: The first design of the insole system. Each sensor has 1 input of 5V and 2 

outputs. However, in each of the three sensing locations only 5 of the 8 outputs are used. 
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3.1.2  Sensor Decoupling Mechanism and Positioning 

 For the design of the sensors used for this experiment, there are four Flexpoint 

Sensor Systems bend sensors for each of the three analysis points on the foot. Each 

sensor is bi-directional, non-laminated, and approximately 1.3 inches in length. Each 

sensorôs resistance can range from 200 ohms to a maximum of 500k ohms, with a neutral 

resistance near 2k ohms. The four sensors are arranged symmetrically, with each bend 

sensor across from one other, attached at a central point where the analysis point for force 

input will be located. Figure 13 indicates the first design iteration for the central 

connection point whereas Figure 14 shows the second and final design, improving upon 

the first iteration. 

 
Fig. 13: The central connection points for each sensing location that the four bend sensors 

were attached to in the first insole system design. The left visual is the original design 

whereas the right visual emulates the central point with connected sensors. 
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Fig. 14: The second and final design for the central connection point of the sensors. This 

design has grooves to protect the adhesion point of the sensors, a larger surface area in 

the form of a half dome to improve sensing capabilities, and a tire texture to improve 

collection of shear forces by increasing the friction coefficient. 

 

In doing so, each sensor can be used in a self-decoupling manner, which relies of 

symmetry both mechanically and electrically, that allows for solving of each axial 

direction of force independently, with the X-direction correlating to the shear force 

perpendicular to forward movement, Y-direction correlating to the shear force parallel 

with forward movement, and the Z-direction correlating to normal force toward the 

ground while standing or moving. The relationship due to force in any direction is 

demonstrated in Figure 15, with the subsequent half-Wheatstone bridge compensation 

relationships demonstrated in Figure 16. 

 
Fig. 15: The relationship between the change in resistance for each pair of 

resistors, dependent on the direction of force. 
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Fig. 16: The detailed relationship for each resistance value change depending on 

the input force. These relationships correspond to the half-Wheatstone bridge 

compensation for 3-dimensional decoupling. 

 

Considering the bilateral nature of the bend sensors used in this research, the 

resistors have independent resistances from the top and bottom of each sensor. Likewise, 

the relation between the bending of a sensor and the change in resistance between top and 

bottom sensors is inversely relational and changes at different rates when under small 

amounts of force. Because of this, a self-decoupling method utilizing one bilateral sensor 

not viable. By using the sensors in tandem pairs with relation to mechanical symmetry, 

oppositional resistors can be used as their resistances can be analyzed in relation to one 

another to measure force application in each direction. 

However, the application of this sensor does not utilize small forces within this 

research. During experimentation, it was discovered that the adhesion of the sensors to 

the central connection point and the base of the sensors near the wiring caused the 

resistance of both the top and bottom resistors of each sensor to increase at the same time, 

but at different rates. After approximately 0.2 N of force are applied, the optimal range of 

motion of the system is exceeded, causing both the top resistor to bend as intended and 



19 

 

 

 

the bottom resistor to stretch. As both sides of the sensing film are stretching, the 

resistance for both sides of the sensors increases. Despite this unexpected finding, the 

oppositional pairs of sensors increase in resistance at the same rate with relation to one 

another. Additionally, considering the pair of resistors utilized to calculate change in the 

Z-direction, the bottom resistor increased at a slower rate than the top resistor, allowing 

for the decoupling mechanism equations to function properly. Design two served as an 

attempt to reinforce the expected relation between top and bottom resistance values. 

To ensure each sensor is properly oriented with respect to the other sensors, a 3D 

resin printed glue mold was utilized, aiding in proper alignment and attachment to the 

central point for each group of sensors. Figure 17 shows the glue mold in use, with each 

sensor aligned at 90 degrees to adjacent sensors. 

 
Fig. 17: The mold used to attach each sensor to the central connection point. The mold 

ensures symmetry of each sensor at 90Ј angles. 

 

 Finally, this research relies on three analysis points, placed in optimized location 

based on research presented in the literature review. For the purpose of this research, the 

analysis points will be referred to as follows: the analysis location in the forefoot nearest 
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the toe of the insole mold will be referred to the front sensing location, the analysis 

location in the midfoot near the arch of the foot will be referred to as the middle sensing 

location, and the analysis point in the rearfoot nearest the heel of the insole mold will be 

referred to as the back sensing location. For clarity, Figure 18 demonstrates the location 

of the analysis points found in the insole designs. 

 
Fig. 18: The approximate positioning of each sensing location found in each insole design 

in this research. 

3.1.3  Circuit Design 

 To accompany the symmetrical mechanical design of the four sensors, the half-

Wheatstone bridge circuit design allows for independent sensing of each axial direction, 

X, Y, and Z respectively. Wheatstone bridges incorporate two parallel voltage dividers 

that allow researchers to measure the voltage between the two dividers, correlating any 

deviations to changes in the circuit, such as temperature change or, in the case of this 

research, a change in strain. Based on the number of active elements, or analytes of a 

system, different variations of Wheatstone bridges can be used. In this research, each 

sensor utilizes two resistance values from varying bend sensors found in the system. The 

resulting circuit utilized for this research incorporates half Wheatstone bridges for each 
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pair of resistance values, allowing for deviations in the strain of the system to be detected 

independently of other directions. 

 The resulting voltages of each pair of resistors can be separated into each axis, 

indicated by the below equations: 
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 When analyzing force while standing and movement has not begun or has 

stopped, force will only be applied in the Z-direction. For the given force resistors RT1 = 

RT2 = RT3 = RT4 and RB1 = RB2 = RB3 = RB4, the resulting equation decoupled for the Z-

direction is: 
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 Likewise, if force were applied in the X-direction, such as an individual slipping 

or walking sideways, the normal force will result in differences in resistors RT1 and RT3. 

Additionally, the other resistors are equal with relation their mechanical symmetry; this 

correlates to RT1 = RB3, RT2 = RB4, RT3 = RB1, and RT4 = RB2. This correlates to the 

following system of equations, indicating voltage change in the x-direction with relation 

to the force applied: 
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 Finally, force applied in the Y-direction, such as walking uphill or downhill, can 

be isolated by the decoupling method indicated with analysis of resistors RB2 and RB4. 
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Once again, the other resistors in the system are equal in pairs with relation to the 

mechanical symmetry of the system: RB2=RT4, RT2=RB4, RB1=RT3, and RB3=RT1. The 

resulting system of equations for resultant voltage due to Y-directional force application 

is: 
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 With each individual decoupled direction, 3 directions of force can be calculated, 

providing normal force measurements as well as shear force measurements. This system 

was also tested in a simulated sense mechanically and electrically to ensure the system 

functions properly in a gel medium. 

3.2  Simulation 

 In order to test the decoupling method utilized in a gel medium, the system was 

built in MultiSim to ensure the half-Wheatstone bridges function properly to decouple in 

three directions. Additionally, to ensure the sensors react properly in a gel medium, the 

sensing apparatuses were simulated in ANSYS at variable force input values and 

directions. 

3.2.1  Theoretical Circuit 

 From a theoretical perspective, half-Wheatstone bridges will utilize two analytes 

and two completion resistors by measuring the voltage change between the completion 

resistors and the changing analysis locations. In order to simulate this, the theoretical 

circuit is completed and simulated in MultiSim, demonstrated below in Figure 19. 
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Fig. 19: The simulation of the half-Wheatstone bridges utilized to decouple the voltage 

outputs in three directions. The bottom half of the Figure consists of the pairs of resistors 

utilized from the insole system.  

3.2.2  Practical Circuit 

The Half-Wheatstone bridge circuit utilized for this research is shown below, 

represented in MultiSim. In theory, RC is a chosen resistor that serves as completion 

resistors, allowing for measurement of voltage between the corresponding bend resistor 

resistances during force application. Typically, these resistors would remain static for 

testing, as the measurements between the analytes would have a static initial value 

between tests. However, for this circuit, there are slight variations between each 

resistance value from each sensor that need to be accounted for. Three of the RC resistors 

are supplemented with 5k Ohm potentiometers (P502) to establish a neutral starting value 

from each axis and subsequently each analysis point on the insole system. These 

potentiometers are altered between tests to ensure that the ratio between the pairs of 

resistors used in the decoupling equations is the same as the ratio between the 
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potentiometer and the corresponding RC completion resistor. The system was configured 

manually between tests to establish an output voltage of approximately 0V for each of the 

three axes. The practical circuit used is shown in Figure 20. 

 
Fig. 20: MultiSim visualization of practical circuit, incorporating three potentiometers to 

ensure stable initial starting conditions. 

Of note, although the practical half-Wheatstone bridge circuits appear to have 

three analytes, such as RB1, RT3, and Rrat1 for the Vz Z-directional voltage analysis, 

Rrat1 only changes prior to the testing beginning when establishing an initial starting 

voltage value of approximately 0 V. During testing, the only two analytes changing due 

to force inputs are the corresponding resistance values of the sensors found in the insole 

system, which would be RB1 and RT3 in the case of Z-directional force application. 

Functionally, Rrat1, Rrat2, and Rrat3 perform as unique resistance values while testing 

occurs, only altered between tests.  

While collecting each voltage correlated to each axial direction, signal amplifiers 

(AD620AN) were utilized to increase the voltage outputs, allowing for heightened 
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voltage responses due to force distribution in the system. Below in Figure 21 is each 

individual amplifier circuit with corresponding paired resistors as well as the overall 

circuit for each set of four sensors or each analyte point. 

 
Fig. 21: The overall circuit design utilized including both the half-Wheatstone bridge 

circuits as well as the operation amplifiers used to analyze each directional voltage output 

from the circuit. 

 All amplifiers were powered with 15 V for power while the half-Wheatstone 

bridge circuit had an input voltage of 5 V. The output of each amplifier was collected in 

DataQ Instruments DI-1100 data acquisition units. Three data acquisition units were used 

concurrently, one for each set of sensors or each analyte point. 

 For the final circuit design, the gains for all X and Y direction amplifiers were 

equal and all Z direction amplifiers were equal. The gain equation for the AD620AN 

amplifiers is: 

Ὃ ρ
Ȣ 

                                                      (5) 
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 With this equation, the following Table 2 indicates the calculated gain 

corresponding to each resistor used for each amplifier for the first and third design. 

Table 2: The gain values used at each amplifier for insole designs 1 and 3. Front, middle, 

and back analysis points consisted of the same gains for each direction. 

 X Direction Y Direction Z direction 

Gain Resistor Value 20 kɋ 20 kɋ 5 kɋ 

Resultant Gain Value 3.47 3.47 10.88 

 Design 2 incorporated shortened sensors and limited mobility, reducing their 

sensitivity by painting silver conductive epoxy on the conductive ink. To account for this 

reduced sensitivity, the following Table 3 indicates the altered gain values. 

Table 3: The gain values used at each amplifier for the second insole design. The second 

insole system was much more varied at each analysis point, so unique gain values were 

adjusted accordingly. 

Analysis Point  X Direction Y Direction Z Direction 

Front Gain Resistor Value 1 kɋ 1 kɋ 470 ɋ 

Resultant Gain Value 50.4 50.4 105.1 

Middle Gain Resistor Value 5 kɋ 5 kɋ 10 kɋ 

Resultant Gain Value 10.88 10.88 5.94 

Back Gain Resistor Value 5 kɋ 5 kɋ 10 kɋ 

Resultant Gain Value 10.88 10.88 5.94 

 

3.2.3  ANSYS Mechanical Simulations 

To indicate equal values for oppositional resistors, the sensor formation was 

simulated in ANSYS for force analysis and bending patterns when force is being applied 

with different strengths and at different angles. Each sensor mounting shape was 

simulated to show these phenomena and are shown below. Figures 22, 23, and 24 

correspond to simulation with design one of the central connection piece tested in the Z 

direction, X or Y only, and simultaneous X and Y testing respectively. For some visuals, 

the gel has been hidden in order to see the relationship between the sensors and input 

force. 
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Fig. 22: The ANSYS Simulations of 10N in the Z direction with the first central 

connection piece design. The force indicates the stress of all sensors is equal.  

 



28 

 

 

 

 

 
Fig. 23: The ANSYS Simulations of 3N in the X or Y direction with the first central 

connection piece design. The force indicates that stress of oppositional resistors is equal 

with respect to one another. 
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Fig. 24: The ANSYS Simulations of 3N in the X and Y direction simultaneously at a 45° 

angle with the first central connection piece design. The force indicates that stress of 

adjacent X and Y resistors are equal with respect to one another, relevant to the front 

sensing location of the insole system. 

 

 Additionally, figures 25, 26, and 27 correspond to simulation with design two of 

the central connection piece in the Z direction, X or Y direction, and simultaneous X and 

Y testing respectively. Once again, the gel has been hidden in order to identify the 

symmetrical reaction due to input force. 
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Fig. 25: The simulations of the structure with the second central connection piece. 10N of 

force are applied in the Z-direction and indicates equal stress values between all resistors. 
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Fig. 26: The simulations of the structure with the second central connection piece. 3N of 

force are applied in the X or Y direction and indicates equal stress values between 

relevant paired resistors. 
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Fig. 27: The ANSYS Simulations of 3N in the X and Y direction simultaneously at a 45° 

angle with the second central connection piece design. The force indicates that stress of 

adjacent X and Y resistors are equal with respect to one another, relevant to the front 

sensing location of the insole system. 

 

 After confirming the self-decoupling mechanism works as intended while the 

analysis points are suspended in the gel insole, the experimental testing commenced. 

3.3  Experimental Testing and Validation 

 In order to prepare for practical testing, experimental testing involved structured 

testing under measurable force input values. In doing so, force curve calculations could 

be derived and error metrics could be calculated comparing the calculated force and 

reference input force. 
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3.3.1  Experimental Verification  

Experimental testing began with structured analysis incorporating specific, 

measurable force inputs in each direction, ensuring decoupling capability of the system 

after the sensors were solidified in the gel insole. Each set of four sensors were placed on 

a vibration isolated table and were pressed at variable force inputs, measured with a 

NIDEC-SHIMPO FGV-1XY digital force gauge for testing in the X and Y direction and 

a NIDEC-SHIMPO FG-3005 digital force gauge for testing in the Z direction. The 

NIDEC-SHIMPO FGV-1XY force gauge measures force applications up to 5 newtons of 

force with a resolution of 0.001 N and 0.2% F.S.. The NIDEC-SHIMPO FG-3005 digital 

force gauge measures force applications up to 50 newtons of force with a resolution of 

0.01 N and 0.3% F.S.. These force gauges were attached to a Sutter Instrument MPC-285 

control arm via a 3D printed mount and were controlled with a Sutter Instrument MPC-

200 control system, shown in Figure 28.  

 
Fig. 28: The Sutter Instrument Company MPC-200 series control system used for control 

arm movement during experimental testing and validation. 
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 After connecting the force gauge to the control arm, the MPC-200 and associated 

software was used to move the control arm with 10 micrometer movements until the 

desired maximum force input was reached. After finding the movement distance that 

would correspond to the desired force input, the system was configured to move that 

distance in one singular movement at a set speed of 1/12 of the total distance per second. 

For X or Y directional tests, a maximum of 3N of force was achieved. For initial Z 

directional tests of the original design, a maximum of approximately 14N of force was 

achieved. The control arm maximum force application was found to be approximately 15 

N, so the Z directional tests were reduced slightly in force applied to avoid damage to the 

control arm system. However, for designs two and three of this research, the NIDEC-

SHIMPO 3005 force sensor battery would not hold a charge and became unusable. Due 

to this limitation, force values were carried on with the NIDEC-SHIMPO FGV-1XY 

scale, so the Z directional force was reduced to 5N. The force gauge testing setup is 

shown in Figure 29 and the control system software is shown in Figure 30. 
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Fig. 29: The testing method of each insole design for this research. The force sensor is 

attached to the 3D printed arm mount on a vibration-isolated table. The arm moves along 

a set path to push the center connecting piece with the desired force. 

 

 
Fig. 30: The screen during testing of the insole designs. The right software is the MPC-

200 microcontroller software and the left is the DAQ software for voltage analysis. 
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3.3.2  Sensor Modification 

 For designs two and three, experimentation was conducted that involved reducing 

the sensitivity of the sensors themselves. This entailed applying a silver conductive epoxy 

to the conductive ink found on the sensors themselves, functionally reducing the 

sensitivity of the sensors. For design 3, the sensors were further modified by cutting to 

reduce the size of the sensors and improve the sensor positioning in the insole system. 

The sensors were cut evenly using a resin printed mold shown in Figure 31. In either 

case, the maximum resistance of the sensors was found to be approximately 100 Ohms, 

or 20% of the previous maximum resistance. 

 
Fig. 31: The resin mold used to uniformly modify the sensors. Sensors were placed under 

the bar on the left and painted with silver epoxy. For design three, the sensor was cut 

after being painted at the edge of the mold. 

3.4  Practical Testing 

 Once the structured validation testing was completed, the system was moved to 

the ground to complete practical testing. To enable easier testing, a 34-port ribbon cable 

was attached to connect the insole system to the half-Wheatstone bridge circuits, shown 



37 

 

 

 

in Figure 32. This ribbon cable also served as an extension to ensure multiple steps could 

be taken with the insole system. 

 
Fig. 32: The configuration for connections between the half-Wheatstone bridge circuits 

and the insole system components. The top and bottom resistors are labeled to the left of 

the Figure whereas the right -5V provides power to all sensors. 

 For design 1, testing began with stepping on the system for approximately 5 

seconds and walking 2 steps. However, due to stress on the central piece joint 

attachments, practical testing quickly resulted in disconnected bend sensors from the 

central connection pieces. Research continued with the second design of the central 

connection piece, which incorporated grooves for a better adhesion between sensors and 

the central piece as well as a textured half dome for improved friction for shear force 

detection. Additionally, the large dome and grooves disallowed direct force to the 

connection point between the central piece and the bend sensors. The second design 

incorporated the reduced sensitivity by painting the sensors. Figure 33 demonstrates the 
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connection of the insole system with relation to the positioning of the circuits and the 

power supply. 

 
Fig. 33: The positional relationship between the insole system and the circuitry and 

power supply. The circuit sat on a table for the duration of testing whereas the insole 

system was tested on the ground adjacent to the table. Voltage outputs were collected 

with DATAQ data acquisition kits. 

 For practical testing, the insole system was attached to the foot with two elastic 

straps connected to the base of the insole system. One strap was located near the sole of 

the foot whereas the other strap wrapped around the ankle, demonstrated in Figure 34. 
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Fig. 34: The insole system attached to the foot for practical testing, attached by using 

elastic and buckles. 

 Finally, as each analysis point has three outputs during testing, readings are 

collected simultaneously with three DATAQ data acquisition kits. During testing, the 

associated software applications for the data acquisition kits collect all data 

simultaneously, demonstrated in Figure 35. 
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Fig. 35: The software applications of the data acquisition units collecting data for each 

direction and each analysis point, totaling 9 total data streams to collect. The front point 

would be collected by the left most program interface, the middle point would be 

collected by the top right program interface, and the back point would be collected by the 

bottom right program interface.  
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Chapter 4: Results 

 Results is broken up into each of the three designs. In each section, results will 

consist of the validation testing conducted with the force sensor on the vibration isolated 

table and the practical testing conducted while using the insole system. The validation 

testing served to prove the existence of a relation between the force applied and the 

voltage output at each sensing location. 

The practical testing for the first design utilized the relation between the force and 

voltage to convert detected voltage outputs back to force while using the product. The 

second design focused on the voltage outputs, correlating the gait motions to voltage 

responses. This was decided after finding that the back sensing location only responded 

to large force values, providing no reference data or force curve equations in the 

experimental testing. The third design does not have practical testing as the shortened 

sensors proved structurally unviable currently for full body force application. 

4.1  Design One 

 Design one served as a foundation for experimental direction. The system 

consisted of three analysis points, found at the heel, arch, and the sole of the foot. The 

sole analysis point will be referred to as the front analysis point, the arch analysis point 

will be referred to as the middle analysis point, and the heel analysis point will be 

referred to as the back analysis point. The sensors were unaltered for the first design and 

were connected to the first center connection point iteration. The directions of analysis 

are shown in Figure 36. 
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Fig. 36: The directional configurations for the first insole design.  

4.1.1  Validation Results 

 Validation testing involves the system calibration tested on the vibration isolated 

table to investigate the correlation between input force and resulting output voltage 

between relevant resistor pairs. Results below are exemplified in the following order of 

visuals: voltage of relevant directions compared to the input force, analysis of the best fit 

line and potential delay using the Matlab system analysis toolbox, the resulting calculated 

force output with applied phase shift, and the hysteresis of the system after applying a 

time phase shift. 

X-Direction Results 

Front analysis point 

 The following Figure 37 indicates the force and decoupled voltage data collected 

while applying pressure to the front sole analysis point of the insole system. The red line 

indicates the collected reference force from the NIDEC-SHIMPO force gauge, the blue 

line indicates the voltage data in the X-direction, and green indicates the voltage in the Y-

direction. 
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Fig. 37: The time-domain graph of the voltage response while approximately 4N of force 

are applied to the front analysis point of the insole system. 

 This data is then compared with the Matlab system analysis toolbox to establish 

the best fit line characteristics for the given dataset, shown in Figure 38. 

 
Fig. 38: The system analysis toolbox analysis of different best fit line parameters. This 

data resulted in a rather high order line equation, whereas most other analysis resulted in 

a quadratic or cubic line, often with a delay. For simplicity in comparison, the cubic line 

was also used for comparison to other datasets. 

After finding the best fit line, the coefficients for the best fit line were calculated 

and used to convert the output voltage to input force to correlate between the two. Figure 
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39 demonstrates the cross examination between the reference force and the calculated 

force with the data shifted according to the system analysis best fit line. 

 
Fig. 39: The resultant force comparison between the reference force in red and the 

calculated X-directional force in blue. The green line indicates the Y-directional force 

collected simultaneously and solved for independently. 

 

Finally, the hysteresis of the collected was analyzed, indicating the system 

response during pressure and release from the control arm and comparing to the equation 

of the line used for voltage conversion to force. Figure 40 demonstrates the force 

hysteresis curve while testing the system. 
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Fig. 40: The force hysteresis curve for the system during testing of the X-direction 

force application. The left-most blue line indicates the starting calculated force value. 

 The accuracy of each analysis point and applied directional force are tabulated in 

an error metric table found at the end of this section, comparing relative error of the 

system within the working range of force values greater than 0.5N, the median error, the 

difference in peak values between reference and calculated force, the maximum error in 

the working range, and the normalized maximum error of the system.  

Middle analysis point 

 Figures 41-44 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for X-directional testing at the middle 

analysis point respectively. 
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Fig. 41: The comparison between reference force and resultant voltage at the middle 

analysis point during an X-directional force of 3N. 

 
Fig. 42: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with a delay of 40. 
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Fig. 43: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the blue is the X-direction calculated force 

response, and green is the Y-directional force calculated independently. 

 
Fig. 44: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Back analysis point 

 Figures 45-48 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for X-directional testing at the back 

analysis point respectively. 

 
Fig. 45: The comparison between the resultant voltage in the X and Y direction due to an 

input reference force applied in the X-direction.  
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Fig. 46: The system analysis toolbox output for the best fit line parameters for the back 

analysis point in the X-direction. The best fit line for this analyte was found to be a cubic 

line with a delay of 300. 

 
Fig. 47: The comparison between the reference force in red and the calculated forces for 

the X and Y directions. The blue line indicates the calculated X-directional force and the 

green line indicates the Y-directional force. 
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Fig. 48: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

Y-Direction Results 

Front analysis point 

 Figures 49-52 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Y-directional testing at the front 

analysis point respectively. 
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Fig. 49: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 

 
Fig. 50: The system analysis toolbox output for the best fit line parameters. For this 

dataset, the best fit line parameters found for this dataset was a cubic line with a small 

delay of 2.  
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Fig. 51: The comparison of the converted voltage of both the X and Y direction and the 

reference input force. The Y force is shown in green and the blue line demonstrates the X 

force. 

 
Fig. 52: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Middle analysis point 

 Figures 53-56 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Y-directional testing at the middle 

analysis point respectively. 

 
Fig. 53: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 
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Fig. 54: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with no delay. 

 
Fig. 55: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the Y-direction calculated 

force response, and blue is the X-directional force calculated independently. 
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Fig. 56: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

Back analysis point 

 Figures 57-60 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Y-directional testing at the back 

analysis point respectively. 

 
Fig. 57: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 
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Fig. 58: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a cubic line with a delay of 200. 

 

 
Fig. 59: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the Y-direction calculated 

force response, and blue is the X-directional force calculated independently. 
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Fig. 60: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

Z-Direction Results 

Front analysis point 

 Figures 61-64 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Z-directional testing at the front 

analysis point respectively. 
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Fig. 61: The comparison between the reference force in red and the output voltages in the 

X, Y, and Z directions. The green line indicates the X resultant voltage, the yellow line 

indicates the Y resultant voltage, and the blue line indicates the Z resultant voltage. 

 
Fig. 62: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with a delay of 550. 
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Fig. 63: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the X-direction calculated 

force response, the yellow is the Y-direction calculated force response, and blue is the Z-

directional calculated force response. 

 

 
Fig. 64: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Middle analysis point 

 Figures 65-68 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Z-directional testing at the middle 

analysis point respectively. 

 
Fig. 65: The comparison between the reference force in red and the output voltages in the 

X, Y, and Z directions. The green line indicates the X resultant voltage, the yellow line 

indicates the Y resultant voltage, and the blue line indicates the Z resultant voltage. 
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Fig. 66: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with a delay of 550. 

 

 
Fig. 67: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the X-direction calculated 

force response, the yellow is the Y-direction calculated force response, and blue is the Z-

directional calculated force response. 
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Fig. 68: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

 

Back analysis point 

 Figures 69-72 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Z-directional testing at the back 

analysis point respectively. 
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Fig. 69: The comparison between the reference force in red and the output voltages in the 

X, Y, and Z directions. The green line indicates the X resultant voltage, the yellow line 

indicates the Y resultant voltage, and the blue line indicates the Z resultant voltage. 

 

 
Fig. 70: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with a delay of 736. 
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Fig. 71: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the X-direction calculated 

force response, the yellow is the Y-direction calculated force response, and blue is the Z-

directional calculated force response. 

 

 
Fig. 72: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Data Summary 

 Summarizing this data, Table 4 demonstrates the equations used to convert the 

collected voltage back to force application for practical testing. 

Table 4: The equations of each directional analyte collected during the theoretical testing 

of the first design to convert the output voltage back to force when testing practically. Y 

indicates the force calculated while X refers to the voltage collected from the pair of 

resistors that correlate to that direction. 

Group of 

Sensors 

Direction of 

Analysis 

Equation 

 

Front 

X Y = 0.00016631 * X3 ï 0.0049283 * X2 + 1.2484 * X + 0.2584 

Y Y = -1.4379 * X3 + 3.7131 * X2 + 0.13609 * X + 0.0123 

Z Y = 0.79819 * X2 + 7.1869 * X ï 0.0132 

 

Middle 

X Y = -0.065227 * X2 + 0.92249 * X + 0.0314 

Y Y = 1.6473 * X2 ï 0.85318 * X + 0.2856 

Z Y = 0.51986 * X2 + 1.5348 * X ï 0.148 

 

Back 

X Y = 0.02432 * X3 ï 0.6128 * X2 + 3.3121 * X ï 0.483 

Y Y = 0.15096 * X3 ï 0.70229 * X2 +2.2686 * X + 0.0744 

Z Y = 0.53724 * X2 + 5.4409 * X ï 0.8298 

 

 Additionally, the error is tabulated in Table 5, summarizing the average error 

percentage over the working range of each force reading, the median error percentage of 

the dataset, the difference in maximum values between the calculated force and the 

reference force, the maximum error within the working range, and the maximum error 

value normalized across the dataset by dividing by the range of the dataset to indicate the 

variability of the data.  
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Table 5: The errors found at each analysis point in the insole system. The ñmodifiedò 

indication corresponds to analyzing the working range rather than the entirety of the 

dataset, as minimal force values between 0-0.5N proved to increase error of the system 

drastically. 

Sensor 

Location 

Average Error 

Percent 

(Modified) 

Median 

Error 

Percent 

Peak 

Difference 

Error Percent 

Maximum 

Error 

Percent 

(Modified) 

Maximum 

Error Percent 

(Normalized) 

Front X 14.4559 31.7588 1.7994 76.6489 21.8897 

Middle X 12.6048 3.2754 1.8179 113.6838 21.4498 

Back X 7.241 5.7975 2.9877 41.7648 9.2811 

      

Front Y 14.9224 3.5318 3.2083 87.9293 23.1393 

Middle Y 8.4226 20.8717 1.6555 49.8107 15.3264 

Back Y 12.7795 8.4389 5.7186 151.8581 43.3880 

      

Front Z 10.9867 9.597 3.3581 34.3426 2.4530 

Middle Z 5.112 4.4739 2.2981 73.2182 4.9808 

Back Z 7.8559 5.9166 0.47967 81.5747 5.8268 

      

Average 10.49 10.41 2.59 78.98 16.41 

 

4.1.2  Practical Testing Results 

 For practical testing of design 1, the system was initially attached to the foot and 

tested by stepping and walking for two monitored steps: one short step and one large 

stride. However, the system was ultimately attached to the shoe, enabling consistent 

results and inspiring changes to the insole system used for designs two and three. 

Additionally, the structural integrity of the first design allowed for a shortened timeframe 

of practical testing, also contributing to changes to the second and third iteration of this 

research.  
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Stepping Results 

 Figures 73, 74, and 75 demonstrate the voltage responses from the front, middle, 

and back analysis locations while stepping on the insole system.  

 
Fig. 73: The voltage output of each directional voltage collected at the front sensing 

location for the first insole design. 

 

 
Fig. 74: The voltage output of each directional voltage collected at the middle sensing 

location for the first insole design. 
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Fig. 75: The voltage output of each directional voltage collected at the back sensing 

location for the first insole design. 

 

With these voltages, the respective line equations collected from experimental 

testing were used to convert the voltage values to force values at each analysis point, 

displayed in Figures 76, 77, and 78. 

 
Fig. 76: The voltage data from the front sensing location converted back to force 

using the force curve calculations from experimental testing. 
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Fig. 77: The voltage data from the middle sensing location converted back to 

force using the force curve calculations from experimental testing. 

 
Fig. 78: This is the voltage data from the back sensing location converted back to 

force using the force curve calculations from experimental testing. 

Walking Results 

 The system was then tested by starting the data collection, attaching the insole 

system to the shoe, and taking two variably distanced steps. Figures 79, 80, and 81 

demonstrate the voltage responses from each analysis point throughout the two steps. 
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Fig. 79: The voltage output of each directional voltage collected at the front sensing 

location for the first insole design while walking with the device worn. 

 
Fig. 80: The voltage output of each directional voltage collected at the middle sensing 

location for the first insole design while walking with the device worn. 



71 

 

 

 

 
Fig. 81: The voltage output of each directional voltage collected at the back sensing 

location for the first insole design while walking with the device worn. 

 Once again, the collected voltage conversion equations collected during the 

experimental testing were applied to the voltage to convert back to force values. Figures 

82, 83, and 84 indicate the force values collected at each analysis point while walking on 

the insole system. 

 
Fig. 82: The voltage data from the front sensing location converted back to force 

using the force curve calculations from experimental testing during practical testing while 

walking with the device worn. 



72 

 

 

 

 
Fig. 83: The voltage data from the middle sensing location converted back to 

force using the force curve calculations from experimental testing during practical testing 

while walking with the device worn. 

 
Fig. 84: The voltage data from the back sensing location converted back to force 

using the force curve calculations from experimental testing during practical testing while 

walking with the device worn. 

 From here, the second insole design was tested, first experimentally like the first 

design and then practically. 
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4.2  Design Two 

 Design two implemented sensors that were manually reduced in sensitivity by 

applying a thin film of silver conductive epoxy adhesive directly to the conductive ink 

found on the sensors. In doing so, the functional range and sensitivity of the bend sensors 

were reduced, but ensured that Z-direction force resulted in an increase in top sensor 

resistance and a decrease in bottom sensor resistance. The second design is displayed in 

Figure 85. 

 
Fig. 85: The second insole design utilized for this research, incorporating sensors with 

reduced sensitivity. 

 The following sections will provide visual aids in the following order: the voltage 

response of relevant directions while application of force, the system analysis toolbox 

best fit line parameter analysis, the converted force calculation from the relevant voltage 

response directions compared to the reference force, and the hysteresis curve comparing 

the calculated force and the deviation from the best fit line. 
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 Of note, the back sensor location results did not exhibit any change in voltage at 

values less than 5N for the experimental testing. However, the back sensor location did 

exhibit voltage response when practically tested. 

4.2.1  Validation Results 

X-Direction Results 

Front analysis point 

 Figures 86-89 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for X-directional testing at the front 

analysis point respectively. 

 
Fig. 86: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 
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Fig. 87: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with a delay of 100. 

 
Fig. 88: The comparison between the reference force in red and the calculated forces for 

the X and Y directions. The blue line indicates the calculated X-directional force and the 

green line indicates the Y-directional force. 
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Fig. 89: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

Middle analysis point 

 Figures 90-93 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for X-directional testing at the middle 

analysis point respectively. 
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Fig. 90: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 

 

 
Fig. 91: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a cubic line with no delay. 
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Fig. 92: The comparison between the reference force in red and the calculated forces for 

the X and Y directions. The blue line indicates the calculated X-directional force and the 

green line indicates the Y-directional force. 

 

 
Fig. 93: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Y-Direction Results 

Front analysis point 

 Figures 94-97 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Y-directional testing at the front 

analysis point respectively. 

 
Fig. 94: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 
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Fig. 95: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a cubic line with no delay. 

 

 
Fig. 96: The comparison between the reference force in red and the calculated forces for 

the X and Y directions. The green line indicates the calculated Y-directional force and the 

blue line indicates the X-directional force. 
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Fig. 97: The hysteresis curve visualizing the comparison between the calculated force and 

the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

Middle analysis point 

 Figures 98-101 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Y-directional testing at the middle 

analysis point respectively. 
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Fig. 98: The comparison between the reference force in red and the output voltages in the 

X and Y directions. The green line indicates the Y resultant voltage and the blue line 

indicates the X resultant voltage. 

  
Fig. 99: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a cubic line with no delay. 
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Fig. 100: The comparison between the reference force in red and the calculated forces for 

the X and Y directions. The green line indicates the calculated Y-directional force and the 

blue line indicates the X-directional force. 

 
Fig. 101: The hysteresis curve visualizing the comparison between the calculated force 

and the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Z-Direction Results 

Front analysis point 

 Figures 102-105 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Z-directional testing at the front 

analysis point respectively. 

 
Fig. 102: The comparison between the reference force in red and the output voltages in 

the X, Y, and Z directions. The green line indicates the X resultant voltage, the yellow 

line indicates the Y resultant voltage, and the blue line indicates the Z resultant voltage. 
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Fig. 103: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a quadratic line with a delay of 60. 

 
Fig. 104: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the X-direction calculated 

force response, the yellow is the Y-direction calculated force response, and blue is the Z-

directional calculated force response. 
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Fig. 105: The hysteresis curve visualizing the comparison between the calculated force 

and the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 

 

Middle analysis point 

 Figures 106-109 show the voltage response due to force input, the correlation 

between the voltage response and the force input in the Matlab system analysis toolbox 

for the best fit line characteristics, the comparison between the converted voltage and the 

reference force, and the force hysteresis curve for Z-directional testing at the middle 

analysis point respectively. 
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Fig. 106: The comparison between the reference force in red and the output voltages in 

the X, Y, and Z directions. The green line indicates the X resultant voltage, the yellow 

line indicates the Y resultant voltage, and the blue line indicates the Z resultant voltage. 

 
Fig. 107: The system analysis toolbox data report for the best fit line parameters. The 

resulting best fit line parameters were a cubic line with a delay of 200. 
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Fig. 108: The visualization of the voltage converted back to force and compared to the 

reference force. The red is the reference force, the green is the X-direction calculated 

force response, the yellow is the Y-direction calculated force response, and blue is the Z-

directional calculated force response. 

 
Fig. 109: The hysteresis curve visualizing the comparison between the calculated force 

and the best fit line used for the conversion during the pressing and releasing of the force 

sensor. The left most blue line indicates the resting position. 
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Data Summary 

The error is tabulated in Table 6, summarizing the average error percentage over 

the working range of each force reading, the median error percentage of the dataset, the 

difference in maximum values between the calculated force and the reference force, the 

maximum error within the working range, and the maximum error value normalized 

across the dataset by dividing by the range of the dataset to indicate the variability of the 

data. 

Table 6: The error metrics comparing the calculated force from the voltage output 

and the reference force input. The ñmodifiedò indication correlates to the calculations 

within the working range of the system for values greater than 0.5 N. The back analysis 

location did not exhibit change within the experimental testing range. 

 Average 

Error Percent 

(Modified) 

Median 

Percent 

Error 

Peak 

Difference 

Error 

Percent 

Maximum 

Error 

Percent 

(Modified) 

Max Error 

Percent 

(Normalized) 

Front X 5.246 4.6545 0.19005 47.0057 17.7526 

Middle X 5.0603 5.3291 0.87577 37.4172 12.7819 

Back X N/A N/A N/A N/A N/A 

      

Front Y 9.481 8.6059 3.56 35.8582 14.6281 

Middle Y 11.6642 15.2347 4.3305 20.5689 11.5801 

Back Y N/A N/A N/A N/A N/A 

      

Front Z 5.3142 3.0729 0.34974 57.2436 11.1982 

Middle Z 6.5225 6.4552 1.7386 26.7658 5.3535 

Back Z N/A N/A N/A N/A N/A 

      

Average 7.21 7.23 1.84 37.48 12.22 

 

4.2.2  Practical Testing Results 

 After experimental testing to find the best fit line equations for each direction at 

each analysis point, the insole system was tested practically by attaching directly to the 

foot. Once attached, the system was tested with multiple gait methods, including 
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standing, walking on a flat surface, walking uphill, walking downhill, sidestepping left to 

right, and sidestepping right to left. All tests were conducted multiple times to research 

repeatability of output trends. 

 Concurrently, the gait methods were also tested visually with marker analysis. 

Visual analysis allowed for identification of different phases during each gait method 

utilized during the practical testing. 

Standing 

 First, the system was tested by attaching the insole to the foot while seated. Then, 

from a seated position, the user stood up for several second, and sat back down, 

demonstrated in Figure 110. 

 
Fig. 110: A demonstration of the user wearing the device from a seated position and 

standing on the device, collecting resultant voltage at all analysis points. 

The resulting voltage was collected, displayed in Figures 111-113 for the front 

analysis point tests, Figures 114-116 for the middle analysis point tests, and Figures 117-

119 for the back analysis point tests. 
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Front analysis point 

 
Fig. 111: The resulting voltages of the front system analysis point during practical testing 

during the first test of standing with the insole system.  

 
Fig. 112: The resulting voltages of the front system analysis point during practical testing 

during the second test of standing with the insole system.  



92 

 

 

 

 
Fig. 113: The resulting voltages of the front system analysis point during practical testing 

during the first test of standing with the insole system.  

Middle analysis point 

 
Fig. 114: The resulting voltages of the middle system analysis point during practical 

testing during the first test of standing with the insole system.  
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Fig. 115: The resulting voltages of the middle system analysis point during practical 

testing during the second test of standing with the insole system.  

 
Fig. 116: The resulting voltages of the middle system analysis point during practical 

testing during the third test of standing with the insole system.  
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Back analysis point 

 
Fig. 117: The resulting voltages of the back system analysis point during practical testing 

during the first test of standing with the insole system.  

 

 
Fig. 118: The resulting voltages of the back system analysis point during practical testing 

during the second test of standing with the insole system.  
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Fig. 119: The resulting voltages of the back system analysis point during practical testing 

during the third test of standing with the insole system.  

 

Walking ï Flat Surface 

 Next, the system was attached to the foot and was used to walk on a flat surface. 

The walking method was analyzed visually and processed in Matlab to identify different 

walking phases, demonstrated in Figure 120. 

 
Fig. 120: The Matlab visualization of the marker analysis data collected during testing to 

identify different walking phases for the gait motion of walking on a flat surface. 
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 The results from the front, middle, and back sensing locations are displayed in 

Figures 121-123, 124-126, and 127-129 respectively. 

Front analysis point 

 
Fig. 121: The resulting voltages of the front system analysis point during practical testing 

during the first test of walking with the insole system.  

 
Fig. 122: The resulting voltages of the front system analysis point during practical testing 

during the second test of walking with the insole system.  
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Fig. 123: The resulting voltages of the front system analysis point during practical testing 

during the third test of walking with the insole system.  

Middle analysis point 

 
Fig. 124: The resulting voltages of the middle system analysis point during practical 

testing during the first test of walking with the insole system.  
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Fig. 125: The resulting voltages of the middle system analysis point during practical 

testing during the second test of walking with the insole system.  

 

 
Fig. 126: The resulting voltages of the middle system analysis point during practical 

testing during the third test of walking with the insole system.  
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Back analysis point 

 
Fig. 127: The resulting voltages of the back system analysis point during practical testing 

during the first test of walking with the insole system.  

 
Fig. 128: The resulting voltages of the back system analysis point during practical testing 

during the second test of walking with the insole system.  
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Fig. 129: The resulting voltages of the back system analysis point during practical testing 

during the third test of walking with the insole system.  

 

Walking ï Uphill  

 The system was then used to walk on an uphill surface. Once again, the gait 

motion was analyzed visually and processed in Matlab to identify walking phases during 

motion, demonstrated in Figure 130. 

 
Fig. 130: The Matlab visualization of the marker analysis data collected during testing to 

identify different walking phases for the gait motion of walking uphill on a sloped 

surface. 








































































































































